[Rare complications of the double-curved J ureteral stent].
The authors reported two cases of failure of the double-curved ureteral stent. The first is a spontaneous breakage and the second is migration downward and stone formation. The two polyurethane stend had been supported respectively 24 months and 15 months. The first case had been treated with endourology and the second with surgery.